                SEA-BIRD ELECTRONICS, INC.


              1808 136th Place N.E., Bellevue,   Washington 98005  USA


               Phone: (425) 643 - 9866 Fax: (425) 643 - 9954    Internet:seabird@seabird.com

SENSOR SERIAL NUMBER = 3167   SBE 21 TEMPERATURE CALIBRATION DATA 

CALIBRATION DATE: 09-Feb-02       ITS-90 TEMPERATURE SCALE

ITS-90 COEFFICIENTS                     IPTS-68 COEFFICIENTS
g =   4.22030421e-03                            a =   3.64763632e-03

h =   6.26383985e-04                            b =   5.93893429e-04

 i =   1.87786059e-05                            c =   1.59864666e-05
 j =   1.00031959e-06                            d =   1.00168067e-06

 fo = 1000.000                                      fo = 2558.368
First cals for new sensor

