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SENSOR SERIAL NUMBER = 2078                       SBE3 TEMPERATURE CALIBRATION DATA 

CALIBRATION DATE: 30-Jun-04                          ITS-90 TEMPERATURE SCALE
ITS-90   COEFFICIENTS
IPTS-68   COEFFICIENTS

g =   4.30323865e-003
a =    3.68121159e-003

h =   6.31091921e-004
b =    5.92878824e-004

i =    2.15189841e-005
c =    1.61847564e-005

j =    1.75534839e-006
d =    1.75681902e-006

fo =    1000.000
fo =    2767.790
Post Cruise Calibration

